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By Carol Day at 8:17 am, Juni 05, 2009}

MISSOURI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPGRT GHQ Academy

Gomprale this report In duplicale at the time of the regular monthly preventive malntenance check, and whenever instrument
Is repaired. Send copy 1o Departmanl of Health; retain original in deparimenit file.

BAVAMASTER 8N DATE OF INSPECTION
940443 ' 6/2/2009
LOGATION OF INSTRUMENT (SYHEﬁAHD CITY) TIME OF INSPECTION
1510 E, Eim 8t.;Jefferson Cily 15:05

CHECKLIST: Place a check {v) to lhe leit of each item if lound to be salisl‘actory or if oporating within established Hmits. [Write
in observed values where delermined.} Unchacked ltems must be corrected before using instrument,

V] PIAGNOSTIC CHEGK (PRINTOUT ATTAGHED)

COMPUTER DETEGTOR

PROGRAM ) Wi FILTERS

HEATERS SAMPLE CHAMBER  +48°C V] QUARTZ STANDARD
[ FLOW DETECTOR ] CALIBRATION

M PUMP HIGH SPEED PRINTER

] INDICATOR LIGHTS

W1 TIME AND DATE. 13:20 6/2/2009

W] SIMULATOR TEMPERATURE (34 °C £ 0.2°C)  +34,20°C

/] CALIBRATION CHECK -
Run three lests using a standard solution. All three lesis nust be within X 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding to the standard solution being used. {FRINTOUT ATTACHED) {LISE
REGIRCULATION PUMP)

0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 098 TEST2 W 099 TEST3 » 100

/] PERFOHAM R.F.L TEST (PRINTOUT ATTACHED)

W] NUMBER OF REFUSALS, SINCE LAST MAINTENANGCE- REPORT, ANO NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS ¢ I(O-.Od) 0 {.05-.09) 0 {.10-.14) 0 {.16-.19) 0 {Over .19} 0

List any new parts and describe any alterallon or modification that was made o restore the instrument to operate satistactorily
and within established limis {use other side if necessary)
Uporaded Brmwarg from 12-15-1983 1o 04-07-2008. Resst ma of Instrumant (DST). Recalibrated Instrumant,

Guth Laboratorles, lot #08340, expmng 10/15/2009

INSPECTING GrFiCER L : S
SIONATURE PRINT MAME

{ m y M Dewayne D. Garver
TYPE 1t PERMIT Pelsrh — TELEFHONE NUIMBER
: (573) 751-4722
MO 580-1488 {9-94) AM EQUAL OPTOREUNITY/AFFIRMATIVE AGTION EMPLOYER L2b-118

2pmvisid provided on 8 notdacrimtaaiong by




®
@ GUTH LABORATORIES, INC.

680 NORTH 67th STREET _# HARRISBURG, PA 171{4-45{1 TELEPHONE: 717-664-5470

L)

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1211 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is October 15, 2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0,10 percent BAC,.

The alcoh.. and water used in this solution were

free of test interfering substances.

<7 s T

Ted L. Pauley, President
GUTH LABORATORIES, INC,
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OPERATOR SIGNATURE @4«0@0{ ~
|\ B

Card Stock No.

60021

REOADER ALL SUPPLIES FROM N.PLAS.
o A 8o a4 ARROCI £ ok S drme

- FACE THIS SIDE DOWN - THIS EDGE IN FIRS

BAC DataMaster

“MISSOURT STATE HIGHURY. FATROL
BHL DATANASTER SERIAL MUMEER 9404
HE G4 ARD
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 State of Missouri
"DEPARTMENT OF HEALTH

PERMIT
CTYPE NI

DEWAYNE D. CARVER

-Is hereby authorized to instruct and supervise operators, train instructors, inspect,
- calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

-for the determination of the alcohollc co'nté'ht of bioéd ,‘ﬂ;,o_m a sample of expired (alveolar)

air. Issued under the provisians of sections 577,020 through 577.041, RSMo 1986,

n;tg{__:_'-"1'0/29/07 YT @ Sl

3

" Divector of State Publlc Health Laboratory ~ . -

Director, Department of Health ~ -
MO 5800771 {7-68) . Lab, 4 [R7-88}



